This review describes developments in the design and application of liquid chromatography dual electrode detection. The design and relative merits of both series and parallel electrode systems are examined. The application of liquid chromatography dual electrode detection for environmental, pharmaceutical, biomedical analysis is discussed. Specific emphasis is placed on operating details and performance characteristics for selected architectures and applications.
Introduction
Liquid chromatography with electrochemical detection has been shown to be both highly sensitive and selective. Initially electrochemical detection in this approach has utilised single electrode based electrochemical detector systems, where the compounds eluting form the chromatographic are detected by direct oxidation or reduction to generate the analytical signal. This has been shown to work well for a range of compounds. However, a number of analytes require high applied potentials for their oxidation or reduction. This can lead to problems in decreased signal-tonoise ratios, increased interference problems and large background currents. Several methods to overcome these issues have been investigated, such as derivatisation which can add further complexation to method and the possible introduction of contaminates that can interfere. An alternative approach is the application of dual electrode detection. In this approach two electrodes can be arrange either in series or parallel after the liquid chromatographic analytical column. This offers a number of advantages as the complexity of the method can be reduced and both sensitivity and selectivity can be improved.
This review describes the design and application of liquid chromatography dual electrode detection. The first section discusses the design of this detector system, highlighting some of the different detector systems and configurations, such as parallel and series detectors. In the second section, a number of different example applications are described for environmental, pharmacology and industrial areas.
High Performance Liquid Chromatography
High-performance liquid chromatography (HPLC) has been shown to be an extremely powerful technique. A large number of compounds have been shown to be amenable to separation by this procedure, with the main governing factor being only their degree of solubility in a suitable mobile phase. HPLC was originally developed from liquid chromatography (LC) which has been used for long time as a method of separation. For LC, an absorbent (alumina or silica) is packed into a column, and the sample introduced at the top. The sample is then eluted with a suitable solvent commonly under gravity or a vacuum. If the sample (solute) is weakly adsorbed on to the surface of the column it will travel faster than those strongly adsorbed, hence separation arises. LC commonly uses glass columns (5 cm internal diameter, and a 1 m long). Long columns are needed for tricky separations, which lead to long analysis times and large amounts of solvents. The solutes eluted are divided up into fractions by collecting measured volumes eluted from the column. These can then be determined by some over off-line method. The technique is not very efficient; however, it is very good for preparative work.
Basics of High Performance Liquid Chromatography
As the name implies, is a much more efficient version of LC. Chromatography efficiency can be improved by the reduction of the particle size of the stationary phase. Columns with particle sizes of around 5 µm came into use the 1960s, which saw the rise in interest in HPLC. These particles are formed from porous silica spherical or irregular in shape, to which different organic phases are added by derivatisation of the SiOH groups present on the surface of the particles to form bonded phases. These columns are 5 -30 cm in length with an inner diameter of 1 -5 mm; 4.6 mm being common. The vast majority of HPLC work (ca. 75 %) is presently undertaken using bond phases consisting of C 18 (octadecyclsilane, ODS); this is however an area of change. Commonly these stationary phases provide 50,000 to 10,000 plates/m.
The small particle size is important as if the solute can diffuse rapidly between the mobile phase and stationary phase then plate height is improved and resolution also increases. In HPLC the rate of mass transfer between the mobile phase and the stationary phase is increased by reducing the dimensions of the stationary phase particles, consequently reducing the distance through which the solute must diffuse in both phases. Smaller particles also make migration paths more uniform. However, the penalty for using very small particles is resistance to solvent flow. Pressure of 7 -40 MPa (approximately 70 -400 Bar) are routinely required to attain flow rates of 0.5 -5 mL/min.
These high pressures utilised routinely in HPLC require something that can exert a greater force than that can be produced by gravity or vacuum to produce a continuous flow of mobile phase through the analytical column. Consequently, modern HPLC systems commonly utilise pulse free, continuous flow pumps capable of operating at these pressures and suitable Rheodyne type injectors that allow for sample introduction into pressurised systems [1] .
Common Modes of Liquid Chromatographic Separation

Normal and Reverse Phase
In normal phase chromatography the stationary phase (the column) is relatively polar and the mobile phase is non-polar (i.e. hexane and chloroform). This is not generally utilised in modern analytical applications as only small changes in the mobile phase composition and the presence of small amounts of water can lead to marked changes in the retention times of the target analytes. The use of large amounts of potentially volatile, toxic solvents has also made it less attractive and measures have to be taken to avoid evaporation of the mobile phase. Normal phase HPLC is also less attractive for application with electrochemical detector systems as it can be difficult to incorporate a suitable supporting electrolyte or buffer.
Reverse phase chromatography, as the name suggests can be thought as the opposite of normal phase, generally using a non-polar stationary phase (hydrocarbon, C 18 or similar), with a polar mobile phase (acetonitrile, methanol, tetrahydrofuran and water). The vast majority of modern HPLC applications utilise this approach; it avoiding the issues associated with normal phase. The separation of target analytes can be readily controlled by modification of the percentage solvent used in the mobile phase and use of common buffers such as acetate and phosphate. When buffers are used they are normally low to moderate ionic strengths; in the region of 0.010 to 0.1 M to control the speciation of the target analyte and in electrochemical detection provide conductivity, while avoiding contribution to the background current. Trace impurities found in mobile phases are notably a problem especially when reductive mode electrochemical detection is utilised where trace concentrations of metal ions and oxygen can cause significant problems. The removal of oxygen can be achieved by purging of the mobile phase with nitrogen or similar inert gas. However, it can be problematic to achieve similar with sample extracts and to avoid the diffusion of oxygen back into the HPLC system via tubing and solvent reservoirs.
Hydrophilic Interaction Liquid Chromatography
The analysis of some compounds such as amines by reverse phase HPLC can lead to problems due to their hydrophilic nature leading to low retention; necessitating the application of ion pairing agents [2] , buffers, or low concentrations of organic modifiers [3] which can lead to stationary phase de-wetting. The presence of ionised silanol groups on the stationary phase can also result in peak tailing and overloading resulting in poor separation and analytical performance [4, 5] . To address these issues, approaches such as hydrophilic interaction liquid chromatography (HILIC) have been developed [6, 7] . HILIC is becoming an established alternative technique to overcome these issues [8, 9] . HILIC is often thought as being an orthogonal approach to reverse phase HPLC, allowing for compounds with poor retention under reverse phase HPLC to be retained and separated. The exact mechanism is still an area of research, but a simple explanation would show that under HILIC conditions a thin layer of water is formed at the surface of a polar stationary phase and analytes partition between this and a solvent rich mobile phase (commonly 70 % to 95 % acetonitrile) and so achieve chromatographic separation.
As with normal phase chromatography, high percentages of organic modifier, principally acetonitrile, can lead to issues with electrochemical detection, as the application of a suitable buffer or supporting electrolyte can be problematic. However, recently the application of HILIC has been shown to be readily attainable with liquid chromatography with dual electrode detection [9] .
Electrochemical Detectors
Competing techniques such as gas chromatography (GC) are generally more selective HPLC detectors have been limited to those which utilise the absorption of light in some way or to electrochemistry. In more recent years the use of mass spectrometry based detector systems has greatly expanded the range of compounds that can be determined. However, this is rather expensive and sophisticated requiring highly trained staff for its operation. Recently, Trojanowicza has reviewed the utilisation of electrochemical detection with both flow injection analysis [10] and liquid chromatography [11] for a range of compounds and several reviews have been made on the underlying theory [12] [13] [14] [15] . Attention first focused on liquid chromatography electrochemical detection (LC-ED) with regard the determination of dopamine and other related neurotransmitters, leading to the first commercially available detectors being produced in 1974 [15] . Successful adaptation have been made to this approach using pulse waveforms [16] and electrode materials and geometries.
Amperometric and Coulometric Detectors
Initially, amperometric detection had been the most widely used detection approach for applications involving the trace analysis of organic components in complex biological and environmental media. Attempts to optimise amperometric detector design have resulted in the development of principally three different detector designs: the tubular electrode [17] , the wall-jet electrode [18] , and the most commercially successful the thin-layer cell [19] . A detailed description of these cell types has been given [1] .
Thin-Layer Cell
The thin-layer cell is properly the most common and commercially successfully 
Wall-Jet Design
One amperometric detector which has been reported to improve responses is the walljet design. This is a modification of the thin-layer electrode. In this configuration eluent for the HPLC system column is directed perpendicularly to the plane of a thinlayer working electrode [20] . The theory behind this design states that as eluent from the HPLC column is directed at the working electrode surface head on, mass transfer of analyte to the surface of the electrode is improved, resulting in greater current amplitudes. However, under the common flow rates utilised in HPLC separation (0.5 mL/min to 2 mL/min) the true wall-jet effect will not occur and this configuration may only give small improves in sensitivity.
Dual Electrodes Detection Systems
One such technique that has been shown to both improve the selectivity and sensitivity is that of the dual electrode electrochemical detection (DED). There are two different types of dual electrode detector systems: in series, or in parallel.
Further modification of these terms is gained by the application of either amperometric or coulometric electrodes.
In Series Configuration
This configuration uses the two working electrodes in the flow channel which can be independently potentiostatically controlled. This has been liken to the fluorescence detector, as the product of the upstream electrode reaction is detected at the downstream working electrode. A different situation arises when the two working electrodes are placed in the same thin-layer cell compartment together. The collection efficiency in such will be higher than separate TLCs, since the products of the first upstream electrode are concentrated on the electrode side of the TLC compartment, and diffusion takes place over a shorter distance normal to the electrodes.
Parallel Dual Electrode Detection
Parallel Dual Electrode Configurations
In the parallel mode (figure 1b) as the name suggests, two identical electrodes are arranged side-by-side after the analytical LC column, so that the eluent contacts them both concurrently. The advantage of this approach is that it is possible to hold the two electrodes at different potentials points along the hydrodynamic wave of the target analyte. The ratio of these two currents can then be measured and used to confirm the identity and peak purity of the eluting compound when compared against a known analytical standard. Further to this, it is possible to use the parallel detector in a different mode, to measure both oxidisable and reducible species simultaneously, by applying different potential to each electrode. By setting one electrode at a positive potential and the other at a negative potential Lute and Kissinger [22] have used this approach for the determination of pterins, which occur in tissues in both their oxidised and reduced forms. Co-eluting compounds with different redox potentials can be determined by selecting the potential of one electrode so that only the more easily oxidised (or reduced) compound is detected, while at the other parallel electrode both compounds are electrochemically detected. The concentration of the second compound can hence be calculated by difference Figure 1c shows a further alternative configuration, the parallel opposed detector.
This detector was first reported in the late 1960s by Anderson and Reilley [23] . The configuration of this detector allows for the cascade of reversible redox reactions in order to amplify the detector current and reportedly values as high as tenfold have been reported [24, 25] . In this configuration the working electrodes are on opposite sides of a very thin channel, with one electrode at an oxidative potential and one at a reducing potential. When the spacer is thick, then the two electrodes can act as independent parallel dual electrodes, but with a thin spacer products of one electrode can diffuse to other and vice versa. When the electrodes are sufficiently large, each analyte particle can pass through a number of oxidation-reduction cycles, so that the conversion efficiency of the cell can be much larger than one. Fenn et al. [26] have used this approach for the determination catecholamines in blood plasma at flow rates of less than 0.2 mL/min. However, signal to noise ratios are not improved. Signals are amplified compared to a cell with only one working electrode of the same dimensions, but the amplification effect only diminishes the decrease of sensitivity compared to a small-electrode cell. Current amplification may be used as an alternative for series dual electrode detection, with the advantage that oxidisable and reducible compounds can be detected simultaneously. Due to the relatively long residence times in cell, it discriminates especially against interfering compounds which undergo irreversible homogenous side reactions.
Coulometric Detectors
As mentioned in the previous section, commonly for amperometric detectors the efficiency for the conversion of the target analyte is often around only 1-10 %. This value is dependent on the mass transport efficiency of the cell; related to electrode area, channel thickness and the flow rate. However, to achieve high efficiencies with a thin-layer cell is generally difficult when used in conjunction with HPLC, as either the cell volume would be extremely small, leading to high back pressure issues, or the flow rate incompatible with good chromatographic performance.
Alternatively, a coulometric detectors can be employed which generally utilise flowthrough electrodes. A number of different designs and working electrode materials have been investigated [27] . However, generally commonly used commercial detectors use porous carbon electrodes with high surface areas and reduced diffusion distances giving close to 100 % (coulometric) efficiency and high sensitivity ( figure   3 ).
As a result of the high coulometric efficiencies that can be gained the series configuration can be used in the "screening" mode, here the first upstream electrode is used to remove possible interfering compounds as they elute from the analytical LC column. By careful selection of this potential, the target analytes then pass through, and measured at the downstream "detector" electrode, but now in the absence of a number of the possible interferences present in the sample. A variation of this concept has led to the development of detectors consisting of up to sixteen coulometric detectors in series, to form a coulometric array; the application of which has been extensively reviewed [27] [28] [29] [30] and is hence not covered in this chapter. The same design can be successfully employed in the generator/detector mode. This can be seen to have a number of advantages over the dual amperometric system resulting from the high conversation rates that can be obtained at each electrode. These advantages have resulted in properly the commercially most successful detector system originally manufactured by ESA as the Coulochem detector. The series dual electrode detector is available with either dual coulometric electrodes or with a coulometric generator and an amperometric detector electrode.
Applications
There have been numerous reports on its usage in a wide field of applications. It is difficult to adequately identify reports from their title and abstracts that utilised LC DED as this is not always explicitly stated. However, it is possible to generalise by giving an overview of the classes of compounds reported. The most frequently reported are: nitro-aromatics, hydroquinones, catecholamines, thiols and amines.
Catechol Containing Structures
The catechol (1,2-dihroxybenzene) group is one of the most commonly electrochemically studied compounds. Neurotransmitters, such as; dopamine, adrenaline, noradrenaline and a number of their oxidation products are readily undergo reversible electrochemically redox behaviour at low applied potentials via a two electron step with their corresponding orthoquinone. However, these compounds generally offer poor chromatography when using reverse phase stationary phases.
One way of improving the chromatography of catechol compounds is the use of ion- (i) (ii) (iii)
Drugs and Pharmaceuticals
Nitroaromatic Compounds
By using an in series-LC-DED in the redox mode, it is possible to electrochemically reduce aromatic nitro compounds to their corresponding hydroxylamine. This species can then be readily measured at the subsequent downstream "detector" electrode via oxidation to the nitroso. This is attractive analytically; this latter species can be measured at potentials close to that of 0 V, away from many possible interfering compounds. This approach has been used by us for the determination of nitro aromatic drug, nitrazepam (iv) in bovine and human serum [32] .
In this investigation, the electrochemical mechanism occurring at a glassy carbon electrode was first investigated by cyclic voltammetry using 1 mM solutions of nitrazepam at pH values between 2 and 12; using a potential range from -1.5 V to +1.5 V. Two reduction peaks were observed over the whole pH range; the first was consistent with the 4e -, 4H + reduction of the 7-nitro group to a hydroxylamine species; the second more negative peak was shown to be the result of a 2e -, 2H + reduction of the 4-5 azomethine group. On the reverse anodic scan, an oxidation signal was observed which was considered to result from a 2e -, 2H + oxidation of the hydroxylamine to a nitroso group. On the second forward scan a new reduction peak was observed which was considered to result from reduction of the nitroso species back to the hydroxylamine species. Studies were then undertaken to exploit the hydroxylamine/nitroso redox couple using LC-DED for the detection of nitrazepam at two home-made amperometric thin-layer cells, each containing 3 mm diameter glassy carbon working electrodes. The optimal chromatographic conditions were found to comprise a mobile phase containing 60 % methanol, 40 % 50 mM pH 4.1 acetate buffer, in conjunction with a Hypersil C 18 250 mm x 4.6 mm column. Hydrodynamic voltammetric studies were undertaken to optimise the operating potentials required for dual electrode detection. It was found that an applied potential of -2.4 V (vs. stainless steel pseudo-reference counter electrode) was optimum for the "generator" cell and +0.5 V (vs. Ag/AgCl) for the "detector" cell. A simple and rapid sample preparation step was employed, requiring only simple addition of acetone to serum, followed by filtration. Recoveries for bovine serum were reported to be 75.8 % and the associated coefficient of variation was 6.1 % (n = 6). For human serum the recovery was 74.1 % with a coefficient of variation of 7.8 % (n = 7).
A variation of this approach has been reported for the determination of nitrazepam (iv), and flunitrazepam (v) in beverages [33] . A carbon fibre veil electrode was incorporated was utilised as the generator electrode. A novel reduction-reduction LC-DED approach was exploited to determine the two drugs. The initial reduction reaction occurring at the at the amperometric generator electrode was believe to occur via a two 2e -, 2H + reduction of the 7-nitro group to its corresponding nitroso species.
A further 2e Cyclic voltammetric investigations demonstrated that the three compounds be readily reduced to form products with oxidation products close to 0 V. LC-DED, using a "generator" cell potential of -0.65 V and a "detector" cell potential of +0.7 V were shown to be give detection limits for all three compounds at least twice as low as that reported for reductive detection at -0.65 V, principally as result of the much improved signal-to-noise ratios seen with LC-DED. The target analytes were successfully resolved from other sample components using a mobile phase of 8.0 % n-propyl alcohol and 92 % 0.1 M monochloroacetic acid, pH 3.0 containing 3.6 mM triethylamine.
Environmental Exposure
Rogers et al. [36, 37] have undertaken two related studies on the LC-DED determination of a number of phenols; in the second most recent report of this [37] they have used a LC-DED in the series mode for the determination of a number of phenols, including; catechol (xii), phenol (xiii), p-cresol (xiv), p-chlorophenol (xv), pacetamidophenol (xvi) and p-nitrophenol (xvii). The upstream carbon-paste electrode was held at +1.0 V was used to screen the column eluent before detection of the phenol analytes at the second downstream tyrosinase modified carbon paste electrode.
The enzyme tyrosinase (polyphenoloxidase; EC 1.14.18.1) is involved in the phenomenon of browning of fruits and is present in mushrooms, apples and potatoes, catalyzing phenol oxidation with molecular oxygen through two distinct reactions:
through the ortho-hydroxylation of phenol producing catechols and its dehydrogenation to give quinones. These enzymatically generated quinones can then be electrochemically detected at -0.2 V at the same downstream electrode. The overall enzymatic/electrochemical process is shown in figure 4A . Enzyme oxidation followed by reduction at the electrode results in cycling between the electrochemically generated catechol, and the enzymatically generated quinone resulting in a catalytically amplified current. The signal amplification through this type of cycling of the quinone product has been shown to increase the sensitivity of the assay by about 70 times, with linear ranges in the region of 0 to 100 µM being reported in this study. Investigations were made to ascertain the optimum binder and percentage used in the carbon-paste, and tyrosinase carbon paste electrodes prepared by 60 mg graphite powder with 40 mg of silicon oil binder Si PS 086, with 3 mg of tyrosinase enzyme (3 % w/w) mixed with 97 mg carbon paste, were found to be optimal. 
Biomedical
Ohshima et al. [38] have determined 3-nitrotyrosine (xviii), at a 250 x 4.6 mm, 5 µm ODS column using isocratic conditions with 10 mM aqueous NaH 2 PO 4 containing 10 % methanol. A guard cell sited before the analytical column, held at +1.1 V (Coulochem II). Compounds eluting form the analytical column were then reduced at a stainless steel "generator" column (10 mm x 4.6 mm) packed with platinum-black powder; type RC-10-1 at an applied potential of -1.0 V. This was connected in series to a conditioning cell, again held at -1.0 V, before subsequent detection at a parallel dual electrode cell, at +0.9 V and +1.0 V. (xviii)
Using these parameters the authors were able to successfully determine hydrolytes of bovine serum. As shown in figure 5 without the reduction column, using the "detector" cell alone many peaks were reported to be evident in the chromatogram at both electrode 1 and 2, making the determination of 3-nitrotyrosine problematic.
However, when using the "generator" electrode, a single well-defined peak for 3-nitrotyrosine was obtained, free from any interference, and under these conditions detection limits of 5 nM were reported for human serum for a sample volume of 1 ml after a sample clean-up via purification with a C 18 cartridge. This compares rather favourably, with that obtained by single LC-EC (10 nM) and that by UV diode array (50 nM) [39] . Recoveries for this study of 86.9 ± 5.4 % (n = 5) were reported for human plasma fortified at 10 µM.
Sodum et al. [40] have undertaken a similar study on the LC-DED determination of 3-nitrotyrosine (xviii). LC determination was undertaken using an UV diode array investigated. Using the LC-DED method, a detection limit of 50 fM was reported, and even in actual biological samples a detection limit of < 1 pM was achieved. Only about 400 pM could be determined using UV diode array detection.
Vitamin K and Q 10
Normal and subnormal circulating levels of phylloquinone (vitamin K 1 ) (xix) with concentrations down to 20 pgml -1 have been measured in plasma by LC-DED in the redox mode [41] . The sensitivity of the DED system was found to be at least an order of magnitude greater than that gained by LC-EC, operated in reductive mode at a single glassy carbon electrode and three times more sensitive than HPLC with UV detection. The porous graphite electrode generator and detector electrode potentials were set at -1.3 V and 0 V respectively. Using a mobile phase of 95 % methanol, 0.05 M acetate buffer, pH 3.0 at a flow rate of 1.0 ml/min both normal circulating levels of phylloquinone (mean = 376 pgml -1 , n = 15) and sub-normal levels, seen inpatients suffering from osteoporosis (mean = 98 pgml -1 , n= 16) could be successfully measured after extraction with hexane and further purification via semi-preparative HPLC.
The coenzyme Q-10 (CoQ-10) (xx) has been the focus of scientific study for years and has become one of the most popular dietary supplements, and has been proposed, in the treatment of many conditions, including heart disease, hypertension, AIDS, asthma, Parkinson's and Huntington's disease, certain cancers, lung disease, gum disease, chronic fatigue syndrome, migraines, allergies and oxidative stress. CoQ-10 is also called ubiquinone, the name derived from the fact that it is a quinone that it is ubiquitous in living organisms. A number of studies by Tang et al. [42] [43] [44] Interestingly, LC-DED in the redox mode has been used in investigations for the detection signs of life [45, 46] . In theses studies, a broader definition of life has been postulated, based on the premise that for life to exist it requires an input of energy. 
Conclusions
A large proportion of the work reported in the past five years has focused on the Coulochem detector system, with little being reported on other detector designs.
Work has generally focused on the use of LC-DED in screening mode, with only a few reports on either parallel dual electrode systems or procedures using redox mode detection. LC-DED has been shown in many cases to be both more sensitive and more selective than more commonly used detectors such as UV or mass spectroscopy.
Interesting new developments such as miniaturisation of LC-DED has been reported [45, 47] , and other separation techniques such as electrophoresis also regularly used with DED. It is envisage that in future studies that a large portion of reported work will continue with the use of the Coulochem detector, as this has been shown to be a popular chose. Outside of this, the combination of on-line electrochemistry and techniques such as mass spectroscopy (EC/MS) [48] [49] [50] are receiving a great deal of interest. They have been described as a rapid method for early-stage drug metabolite discovery and to anticipate biological oxidation patterns.
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